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Introduction

Free breathing (FB) radiation therapy for breast 
cancer, typically with two or three tangential fields, 
has been used in whole breast (WB) radiation ther-
apy (RT) treatments for decades and is still used in 
current radiotherapy practice. The low-dose spread 
is minimized, and treatment implementation is 
quick and easy with the field in field (FiF) tech-

nique [1]. Deep inspiration breath hold (DIBH) 
technique combined with FiF reduces the dose to 
the OAR due to a greater extent of the lungs [2, 3]. 
WB radiation therapy in FB is a practical and safe 
option for elderly patients, right sided breast, and 
those patients who are unable to achieve BH.

The bony chest wall in tangential images is a reli-
able estimator for treatment accuracy for tangential 
treatment fields [4, 5]. In tangential images, IGRT 

AbstrAct

background: setup accuracy within adjuvant radiotherapy of breast cancer treated in free breathing is well studied, but 

a comparison of the typical regions of interest (rOI) used in surface guided radiation therapy (sGrT) does not exist. The aim 

of this study was to estimate the setup accuracy obtained with differently shaped rOIs in sGrT.

Materials and methods: a total of 573 orthogonal image pairs were analyzed from free breathing breast patients in two 

groups: positioning using alignrT® surface guidance system (Group a, n = 20), and setup using conventional laser and tattoo 

setup (Group L, n = 20). For sGrT, three different setup rOIs were used: a Breast-shaped, O-shaped and T-shaped (B-O and  

T-rOI). We evaluated the isocenter-, rotation-, pitch and arm position accuracy and residual errors for the chest wall and shoul-

der joint in kV orthogonal and tangential setup images with laser- or sGrT-based setup. 

results: Less isocenter variance was found in Group a than in Group L. rotations and posture errors were larger in group L 

than in Group a (p ≤ 0.05). rotation error was smaller with T-shaped rOI than with O- or B-shape (p = 0.01–0.04). 

conclusion: setup with alignrT® improves reproducibility compared to laser setup. Between the different rOI shapes only 

small differences were found in the patient posture or the isocenter position in the images. The T-rOI is recommended to set 

up the chest wall bony structure and an additional B-rOI may be used to fine-tune the soft tissue accuracy. 
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thresholds of 5 mm (cranio-caudal, CC) and 4 mm 
(anterior-posterior, AP/lateral, LAT) have been 
suggested in literature to retain optimal lung dose 
and to minimize the risk of radiation pneumonitis 
[6, 7]. Whilst for tangential treatment it is enough 
setting up the breast soft tissue roughly inside the 
treatment field, requirements for VMAT treatment 
accuracy are typically between 5–8 mm [8]. The 
accuracy of the shoulder joint is important in mini-
mizing the risk of shoulder morbidity, which can 
occur if dose to the shoulder joint is near 15 Gy 
[9]. In clinical practice we have noticed that the 
position of the arm often correlates with the posi-
tion of the breast. Thereby, a correct arm position is 
important in WB treatments.

In WB isocenter setup images (CBCT/2D-2D), 
typical structures for matching are the sternum for 
the vertical, the ribs for the lateral, and the equidis-
tance of the ribs and sternum for the longitudinal 
direction leading to optimal accuracy in the tan-
gential image ribs [6]. With the laser setup, daily 
isocenter variation at the setup has been reported 
to be rather large (random error up to 3.1 mm) [6] 
and also arm position correction may be needed 
based on online images to achieve adequate margin 
for the humeral head [10]. With SGRT, the isocen-
ter variation is smaller [11, 12]. Besides, the correct 
isocenter, patient pitch or rotation may also affect 
the dose to the heart and lung. These rotations may 
also be controlled with well-planned SGRT setup.

When using AlignRT® for SGRT, three cam-
eras on the ceiling detect the posture and posi-
tion of the patient on the treatment couch within 
sub-millimeter accuracy and compare it with the 
reference surface generated from the planning CT. 
The user has to delineate the shape and the size of 
the region of interest (ROI). For breast treatment, 
a breast-shaped ROI is recommended. Neverthe-
less, deformations due to breast swelling [13] or 
location displacement in the ROI may lead to in-
accuracies on the bony chest wall [14]. Therefore, 
an O-shaped ROI can be used as an alternative in 
clinical workflows. The O-shaped ROI includes the 
surrounding area of the breast and excludes the soft 
tissue. Both ROIs are recommended by VisionRT 
guidelines [15]. Studies have not previously inves-
tigated which ROI leads to the highest accuracy in 
the relating area, in this case the chest wall.

The aim of this study was to evaluate laser and 
SGRT setup accuracy and the influence of the shape 

of SGRT ROIs with DICOM surface. The setup er-
rors in the isocenter and patient posture were mea-
sured using orthogonal and tangential kV images 
in the radiation therapy of WB treatments in FB 
prior to IGRT.

Materials and methods

patient selection and treatment planning 
This study consisted of 40 consecutive patients 

treated for node-negative breast cancer receiving 
adjuvant whole breast RT in FB following breast 
conserving surgery. 20 patients (Group L, mean pa-
tient age 59 years) were treated using conventional 
laser-based setup, 20 patients (Group A, mean age 
60) were treated using AlignRT® for setup. Sabella 
Flex Positioning System (CDR Systems, Canada) 
was used with a 10° tilt for patient immobilization 
(Fig. 1). Patients lifted both arms above the head.

Treatment planning was performed based on 
computed tomography (CT) imaging using either 
Philips Brilliance Big Bore (Philips Medical Sys-
tems, Eindhoven, The Netherlands) or Toshiba Aq-
uilion LB (Toshiba Medical System, Tokyo, Japan) 
scanner with 120 kVp and slice thickness of 3 mm. 
The body was outlined in Eclipse treatment plan-
ning system (TPS) (Varian Medical Systems, Palo 
Alto, CA) using values above –350 Hounsfield Units 
(HU) for body contour detection. Patients were 
treated with TrueBeam (Varian Medical Systems, 
Palo Alto, CA) using a tangential field technique for 
the whole breast to 45.75 Gy at 15 or to 42.56 Gy at 
16 fractions due to a change in department conven-
tions for fractionation during the study. 

setup protocol
Group L: Patients were positioned based on 

four tattoo marks. Three of the tattoos were at the 
cross-sectional area from the mammillae (breast), 
one of them sternally (mid tattoo) and two lat-
eral dorsally from the breast. The fourth tattoo was 
placed 10–15 cm caudally from the mid tattoo on 
the sternum to assist in straightening the patient. 
The middle tattoo was indexed with the fixation 
at the CT and was used at setup. At the treatment 
device, the patients were positioned to the tattoos 
with couch at zero laterally and rotationally. Then, 
the couch was shifted automatically to the planned 
isocenter position using Delta Couch function 
(Varian Medical Systems, Palo Alto, CA).
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Group A: Patients were positioned based on the 
AlignRT® DICOM reference surface. Rotations 
were corrected based on displayed values. Patient 
setup tolerance was 1 mm for translations, 1° for 
ROLL/ROT and 2° for pitch. When the rotations 
were inside thresholds, the AlignRT® move couch 
function was used to shift the couch automatically 
to the SGRT-based isocenter in all three directions. 
The arm position was verified with a treatment cap-
ture. 

rOIs in alignrT®
Three different ROIs were used in this study. 

First, a breast-shaped ROI (B-ROI) was drawn as 
the whole breast (Fig. 2A) on the PTV side. Sec-
ond, a ROI similar to the B-ROI was drawn but 
excluding an O-shaped soft tissue region (O-ROI) 
(Fig. 2B). Third, an ROI shaped as a T upside-down 

was drawn (T-ROI) (Fig. 2C) including the dia-
phragm bilaterally, the sternum, and a small por-
tion of the breast tissue bilaterally. 

The ROI patterns were alternated for the setup, 
using each every third day during 15 (or 16) frac-
tions. On the first fraction, patient setup was per-
formed with T-ROI, on the second day with the 
O-ROI and on the third day with the B-ROI. Thus, 
each setup ROI was used at least five times with one 
patient. 

IGrT protocol
Verification kV images were acquired with 

TrueBeam system (TrueBeam, Varian Medical 
Systems, Palo Alto, CA) at 80 kV and 8–10.4 mAs 
for anterior images, at 95 kV and 8–16 mAs for lat-
eral images and at 70 kV and 2.2 mAs for the tan-
gential images. The isocenter correction was based 

Figure 1. sabella fixation was used in this study. For the arm position verification with sGrT device is optimal, because there 
is several individual adjustments and elbow supports are not blocking the cameras, and the entire arm is visible

Figure 2. In this study we used three different kinds of rOIs. A. Breast-shaped rOI (B-rOI); b. O-shaped soft tissue region 
(O-rOI); c. rOI shaped as T upside-down (T-rOI)

a B c
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on daily orthogonal setup images. Translational 
couch corrections were performed based on the 
online isocenter match of pre-defined landmarks 
at the chest wall, sternum and ribs (Fig. 3). Rota-
tion corrections were only performed when the 
posture error of the patient vertebra exceeded 1° 
in the online match. Arm position was corrected 
if the shoulder joint near the PTV was shifted 
more than 7 mm towards PTV. Daily (Group A) 
or weekly (Group L) tangential breast images were 
acquired after couch corrections to verify the lo-
cation of treatment. After couch shifts AlignRT 
screenshot was acquired to evaluate the differ-
ences with DICOM.

Offline image analysis
The images (n = 900) were matched retrospec-

tively by an experienced radiotherapist to ex-
clude interobserver variability. The images were 
matched to the th1, th8-10, sternum, the ribs and 
shoulder joint, individually for each landmark 
(Fig. 3). To evaluate the displacement between 
the mid-vertebra and sternum, the mid-th was 
retrospectively calculated as average of th1 and 
th8/10. The isocenter was defined in the offline 
image matching to the midway compromise of 
the ribs and the sternum (AP, LAT, SI). In the tan-
gential images, the residual errors of the ribs and 
breast tissue were evaluated only in the SI direc-
tion. The residual errors in the images were added 
to the isocenter couch corrections based on online 
match. These all analyses thus demonstrate the 
setup accuracy prior to daily IGRT with different 

ROIs of the SGRT and with laser setup. In addition 
to residual errors in shifts, positional errors in the 
rotation (th1-th10), pitch (mid-vertebra-sternum) 
and arm position (th1-shoulder joint) (Figure 3) 
were evaluated. 

statistical analysis
The setup accuracy was compared between 

Group A and Group L. In addition, the B-ROI, 
O-ROI and T-ROI were evaluated separately. 
Two-tailed F-test was applied for systematic errors 
(test for equality of variances). The Wilcoxon rank 
sum test was applied for random errors (test for 
equality of means). A p-value ≤ 0.05 was considered 
statistically significant.

results

Isocenter
Table 1 shows the agreement between orthogo-

nal kV-kV images and Laser- or SGRT-setup for 
AP, SI and LAT to the isocenter. For translations, 
especially the AP direction showed a considerable 
decrease of both systematic and random errors in 
Group A compared to Group L (p = 0.006) and 
systematic errors were smaller in Group A in the 
LAT direction (p = 0.01–0.15). Moreover, the num-
ber of outliers was smaller in Group A compared 
to Group L. If the same acquired couch value was 
used with laser setup daily, no difference was found 
between Groups A and L in the sternum in the AP 
direction (p = 0.15–0.39). The mean residual error 
in the AP direction (i.e. sternum) was –1.8 mm 

Figure 3. evaluated landmarks for evaluation of the errors were Th1 and th8/10, ribs and shoulder joint in the ap-image (A), 
th1 and th8/10, sternum in the LaT-image (b) and ribs and the soft tissue (c) in the tangential image

a B c
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(O-ROI), –2.6 mm (T-ROI), –2.0 mm (B-ROI) in 
Group A and -2.3 mm in Group L, patient sternum 
remaining too dorsally in the images compared to 
DRR. After couch shifts, in Group A the DICOM 
vertical (VRT) delta had mean value between +0.8 
and +1.3 mm in the screenshots. In the SI direc-
tion, T- and O-ROIs improved when compared 
to Group L (p = 0.001–0.10). Within Group A, 
the systematic error was smaller with O-ROI than 
with B-ROI (p = 0.02). In the LAT direction, the 
T-ROI and B-ROI had lower systematic error than 
Group L.

residual errors
Table 2 shows patient rotation based on differ-

ence between th1 and th8/10. In Group A the lateral 
random rotation with T-ROI was smaller than with 
B- and O-ROIs (p = 0.005–0.038). The systematic 
and random pitch of the vertebra was larger within 

Group L compared to Group A (p = 0.0001–0.05 in 
systematic, 0.001–0.04 in random). 

Table 2 also shows postural errors between struc-
tures that cannot be corrected with 3D isocenter 
shift but only with repositioning. In the difference 
between the mid-vertebra and sternum, Group 
A was better than Group L in the SI direction in 
both systematic and random errors (p = 0.01–0.04), 
and in most cases in the AP direction. The smallest 
variance was found in T-ROI, especially with re-
spect to minimum and maximum values and outli-
ers. The displacement between TH1 and the shoul-
der joint showed slightly lower systematic (p = 0.06) 
and random (p = 0.05) offset for T-ROI in the SI di-
rection in comparison to Group L (Tab. 2). Among 
the ROIs, the T- and O-ROIs were better than the 
B-ROI in systematic LAT errors (p = 0.02–0.03). 
The random errors in Group A were below 2.4 mm 
in the SI direction and below 1.7 mm in the LAT 

table 1. residual isocenter errors for the alignrT with DIcOM surfaces or with laser setup (mm). For the laser setup 
two values are given, first for the Deltacouch analysis, second for couch vertical acquired after three fractions as in the 
department protocol

AP SI LAT

B-rOI 1.5 (L*) ± 2.0 (L*) 3.0 ± 2.2 2.5 (L) ± 2.1

O-rOI 1.7 (L*) ± 1.8 (L*) 1.8 (b, L) ± 2.1 (L) 2.8 ± 2.3

T-rOI 1.8 (L*) ± 1.6 (L*) 2.1 ± 2.0 (L) 2.1 (L) ± 2.2

Laser 4.3/1.2 ± 3.3/1.9 3.0 ± 2.7 4.0 ± 2.7

The bolded values are significantly better (p < 0.05) than what is indicated in parenthesis. *The comparison to Group L was significant only with Deltacouchshift, 
not with acquired couch vertical. rOI — region of interest; B-rOI — breast-shaped rOI; O-rOI — O-shaped soft tissue region; T-rOI — rOI shaped as T upside- 
-down

table 2. residual errors between the bony structures (mm) without couch corrections. Th1-Th8/10 (vertebra rotation and 
pitch), Th8/10- sternum (chest wall pitch) and Th1-shoulder (arm position)

AP SI LAT

TH
1-

TH
8/

10

B-rOI 0.7 (L) ± 0.8 (L) 0.8 ± 0.8 2.8 ± 3.3

O-rOI 0.8 (L) ± 0.8 (L) 0.6 ± 1.0 2.5 ± 2.8

T-rOI 0.6 (L) ± 0.8 (L) 0.7 ± 0.7 2.3 ± 2.2 (B, O)

Laser 1.4 ± 1.3 0.6 ± 1.0 2.2 ± 2.7

M
id

-v
er

te
b

ra
 

-S
TE

RN
U

M

B-rOI 1.0 (L) ± 1.1 (L) 1.6 (L) ± 1.6 (L)

O-rOI 1.0 (L) ± 1.2 1.4 (L) ± 1.6 (L)

T-rOI 0.9 (L) ± 1.3 1.3 (L) ± 1.3 (L)

Laser 1.7 ± 1.4 2.3 ± 2.2

TH
1-

SH
O

U
LD

ER

B-rOI 2.2 ± 2.3 2.6 ± 1.7

O-rOI 2.4 ± 2.4 1.5 (b) ± 1.5

T-rOI 1.8 ± 2.1 (L) 1.6 (b) ± 1.6

Laser 2.8 ± 3.0 2.1 ± 1.9

The bolded values are significantly better (p < 0.05) than what is indicated in parenthesis; rOI — region of interest; B-rOI — breast-shaped rOI;  
O-rOI — O-shaped soft tissue region; T-rOI — rOI shaped as T upside-down
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direction, and in Group L they were 3.0 mm (SI) 
and 1.9 mm (LAT).

Tangential images
In the tangential images (Tab. 3), the O-ROI and 

T-ROI were better than Group L in the random SI 
direction in the chest wall (p = 0.03 for T-ROI, 0.01 
for O-ROI). For the soft tissue the B-ROI was better 
than T-ROI or Group L, and the O-ROI was better 
than Group L (Tab. 3).

Discussion

Isocenter accuracy with laser  
or alignrT® setup 

In this study we evaluated the influence of differ-
ently shaped ROIs on setup accuracy of WB treat-
ments in FB. The isocenter reproducibility was high-
er for the SGRT setup, in all of the ROIs. If, however, 
the systematic error in the DICOM surface is large, 
acquiring a new reference surface can assist in re-
ducing isocenter errors in the images and possibly 
reduce the need for daily isocenter images. In our 
experience, acquiring the reference surfaces for the 
setup and thereby replacing the DICOM reference 
needs a well-established workflow and, therefore, 
well-trained staff and offline review evaluation. With 
laser setup, isocenter accuracy was slightly lower 
than with SGRT setup; however, acquiring the couch 
vertical reduced the difference in the AP direction.

In Group A, only two sternal marks were used to 
align the patient to the middle of the breast board 
on the centered couch. The AlignRT® DICOM ref-
erence surface was then used to further correct 
rotational and translational setup errors. Russell et 
al. found no difference between the groups regard-
ing the errors on the chest wall in tangential images 
when AlignRT® setup was done with or without 
initial tattoo setup [16]. The results of this study are 

thus likely applicable to using markerless RT and 
AlignRT®.

Hattel et al. [17] reported no improvements in the 
SI direction or rotation in comparison to laser setup 
using a similar B-ROI as in this study. In the AP 
direction even more accurate alignment was found 
with lasers than with SGRT. Our study agreed in 
the SI direction, but in the AP direction SGRT with 
B-ROI was more reproducible than laser setup with 
the DeltaCouch function (Tab. 1, 2). The matching 
locations in the AP direction are different between 
the studies (vertebra [17] vs. sternum in this study). 
However, if acquired couch vertical value was used 
in group L, no difference was found between the 
Group A and Group L, indicating that couch VRT 
should not be shifted with the delta couch function 
with laser setup, but instead the same couch value 
in the VRT direction should be used daily. Besides 
the B-ROI, we found a higher reproducibility for 
T-ROI and partly for O-ROI than for laser setup in 
all directions. 

Sáa et al. found that the largest discrepancy be-
tween CBCT data and AlignRT® B-ROI occurred 
in the SI direction and in pitch [18]. Also in our 
data with B-ROI, rather large systematic isocenter 
error was found in the SI direction. Alderliesten et 
al. found as well that the errors are the largest in the 
SI direction using B-ROI, and they found no im-
provements for larger chest wall ROI covering both 
breasts. This was considered typical for the SGRT, as 
soft tissue variation can be caused for example by the 
arm position in this region. Additionally, the breast 
tissue is deformable and shape changes are possible 
[13, 19], leading to discrepancy between soft tissue 
and chest wall. This discrepancy was also noticeable 
in this study in the tangential images in the SI direc-
tion and in the orthogonal images with larger needs 
to shift the isocenter in the SI direction with B-ROI. 

In all groups there was on average a 2-mm need 
to raise the couch in the VRT direction to match 
the sternum. In Group L this can be explained with 
different bending of the couch between CT and 
treatment. For Group A, however, the SGRT detects 
the surface, and treatment couch bending should be 
accounted for by the system. There are two possible 
explanations for this. First, the patient chest wall 
may relax systematically between patient position-
ing and image acquisition [20]. Second, the HU 
selection for body outline detection in the plan-
ning system may be suboptimal, leading to sys-

table 3. residual errors for the alignrT® with DIcOM 
surfaces or with laser setup [mm] in the LNG direction

Chest wall Soft tissue

B-rOI 3.1 ± 2.4 1.2 (T, L) ± 1.5 (T, L)

O-rOI 2.2 ± 1.9 (L) 1.8 (L) ± 1.8 (L)

T-rOI 2.4 ± 2.0 (L) 2.4 ± 2.2

Laser 3.2 ± 2.7 3.3 ± 2.6

B-rOI — breast-shaped region of interest; The bolded values are significantly 
better (p < 0.05) than what is indicated in parenthesis
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tematic errors between the body contours detected 
by SGRT and defined in the DICOM. To avoid the 
effect of relaxation, the move couch in the VRT 
direction should be done just before image acquisi-
tion, at the time deltas are not at zero. There was 
0.8–1.3 mm systematic difference between IGRT 
and the AlignRT delta values of the screenshots 
after IGRT. To avoid this, the limit of HU-value for 
body detection could be adjusted; or small external 
margin to BODY could be created at the TPS for 
SGRT. This might aid in better isocenter accuracy 
in the DICOM surface.

Displacement between the structures
The T-ROI reflected the vertebral rotation the 

best. This rotation may have an influence on the 
heart and lung dose, but it is difficult to evaluate 
patient rotation with tangential images. The random 
error in rotation of 2.2 mm for the T-ROI was slight-
ly more reliable than for other ROIs with 2.8–3.3 
mm. Postural errors are more difficult to correct at 
initial set up based on laser marks only and, there-
fore, pitch-related errors were more pronounced in 
Group L than in Group A, even when limiting ac-
tions are taken, such as indexing the middle tattoo 
in order to standardize patient longitudinal position 
on the fixation device. Errors will influence total 
lung volume radiated; in some cases a decreased 
distance between the vertebra and sternum as a con-
sequence of pitch errors was seen. This can lead to 
a discrepancy in the planned dose to the heart [21].

With an optimal breast board for SGRT WB 
setup, the entire arm is visible in the treatment 
capture and fixation itself should not be blocking 
the cameras in the arm area from any side. In the 
CT data only limited information on arm position 
is visible, as the DICOM ends typically up to chin. 
Therefore, a new reference surface can be acquired 
for the setup to include the correctly positioned 
arm. Thus, positioning is easier and possibly even 
more accurate. When the arm position was verified 
with treatment capture using AlignRT, this led to 
2.1–2.4 mm random error in all the groups in the SI 
direction, which is smaller when compared to data 
found in the literature with laser setup (3.6 mm) 
[6], or with SGRT and the arm-ROI (3.5 mm) [22]. 
In the current study with the Sabella fixation device 
(Fig. 3), the arm was better aligned with AlignRT® 
compared to laser setup. 

setup accuracy in the tangential images 
Setup accuracy was evaluated in the chest wall 

and soft tissue for the SI direction in Group A in 
tangential images. Accuracy on the chest wall was 
better in T-ROI and O-ROI than in B-ROI. How-
ever, the B-ROI was more accurate for the soft tis-
sue. The setup may thus first be initiated with the 
T-ROI to achieve optimal alignment of the bones, 
and then the B-ROI can be used as confirmation 
on the soft tissue. Previous literature reports this 
mismatch of the errors between the chest wall and 
soft tissue. It may be possible to acquire new setup 
surfaces with both soft tissue and chest wall in their 
correct location to reduce the systemic mismatch 
errors [13, 14, 19]. With laser setup, the reproduc-
ibility of the tangential image was on the same 
level when compared to the weakest ROIs for the 
chest wall or soft tissue in the SI direction, specifi-
cally when using the B-ROI for the chest wall and 
T-ROI for the soft tissue. AlignRT shows better 
reproducibility with properly selected ROIs and 
reference surfaces compared to laser set-ups in 
node-negative patients. 

In the literature, CBCT is recommended for 
VMAT treatments due to the decreased allowance 
for soft-tissue deformations compared to tangential 
treatments [8]. In addition to CBCT, it is possible 
to use SGRT with B-ROI to detect changes in skin 
contour with no added radiation. 

conclusion

Using AlignRT® as a primary setup tool, for all 
ROIs investigated, smaller variances were found 
compared to conventional laser based setup. The T-
ROI led to the smallest uncertainties, especially in 
patient rotation, ensuring that the planned dose is 
correctly delivered to the PTV, and no excess dose 
is caused to the heart and lung. The B-ROI can be 
used additionally to verify the breast position at the 
setup to ensure accurate PTV coverage, especially 
in VMAT treatments.
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