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During the past years total hip arthroplasty (THA) has become 
the preferred treatment option for displaced femoral neck 
fractures in even younger (55–64 years) patients (Rogmark 
et al. 2017). Previous studies have shown an increased risk 
of revision, especially due to dislocation, in patients receiv-
ing THA after proximal femur fracture (PFF) compared with 
patients operated due to primary osteoarthritis (OA) (Conroy 
et al. 2008, Hailer et al. 2012). The risk of THA dislocation in 
fracture patients varies widely from as low as 5% (Tabori-Jen-
sen et al. 2019), especially when dual mobility cups (DMCs) 
are used, up to 6–18% (Burgers et al. 2012, Johansson 2014, 
Noticewala et al. 2018) with conventional cups. The risk of 
THA revision due to dislocation has been reported as even 
lower, ranging from 0.5 to 0.7% in national register studies 
(Conroy et al. 2008, Hailer et al. 2012), as not all unstable 
THAs are revised. According to the above-mentioned stud-
ies, increased age, male sex, the use of a posterior approach, 
and smaller head sizes are associated with increased risk of 
revision due to dislocation. To counteract the risk of disloca-
tion, bigger head sizes have been used as they increase the 
impingement-free range of motion (Burroughs et al. 2005, 
Tsuda et al. 2016) and jumping distance of THA (Sariali et 
al. 2009). During the past years, the use of larger heads in 
THA has increased with 28-mm continuously declining and 
32- and 36-mm increasing (Tsikandylakis et al. 2018b). How-
ever, register studies performed on patients with displaced 
femoral neck fracture (Jameson et al. 2012, Cebatorius et al. 
2015) have not demonstrated any superiority of larger heads 
over smaller ones regarding risk of revision, especially due to 
dislocation. This effect has only been demonstrated in studies 

Background and purpose — 32-mm heads are widely 
used in total hip arthroplasty (THA) in Scandinavia, while 
the proportion of 36-mm heads is increasing as they are 
expected to increase THA stability. We investigated whether 
the use of 36-mm heads in THA after proximal femur frac-
ture (PFF) is associated with a lower risk of revision com-
pared with 32-mm heads.

Patients and methods — We included 5,030 patients 
operated with THA due to PFF with 32- or 36-mm heads 
from the Nordic Arthroplasty Register Association data-
base. Each patient with a 36-mm head was matched with 
a patient with a 32-mm head, using propensity score. The 
patients were operated between 2006 and 2016, with a metal 
or ceramic head on a polyethylene bearing. Cox proportional 
hazards models were fitted to estimate the unadjusted and 
adjusted hazard ratio (HR) with 95% confidence intervals 
(CI) for revision for any reason and revision due to disloca-
tion for 36-mm heads compared with 32-mm heads.

Results — 36-mm heads had an HR of 0.9 (CI 0.7–1.2) 
for revision for any reason and 0.8 (CI 0.5–1.3) for revision 
due to dislocation compared with 32-mm heads at a median 
follow-up of 2.5 years (interquartile range 1–4.4).

Interpretation — We were not able to demonstrate any 
clinically relevant reduction of the risk of THA revision for 
any reason or due to dislocation when 36-mm heads were 
used versus 32-mm. Residual confounding due to lack of 
data on patient comorbidities and body mass index could 
bias our results.
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performed on a case mix of hip diagnoses that have reported 
an increased risk of revision due to dislocation when 28-mm 
or smaller heads are used compared with 32-mm or larger 
heads (Hailer et al. 2012, Kostensalo et al. 2013).

Most of the above-mentioned register studies have used 
28-mm heads as reference, which are rarely used nowadays 
(Tsikandylakis et al. 2018b). Patients receiving THA after 
PFF have a higher risk for revision than patients with OA and 
should preferably be studied separately, setting 32 mm as con-
temporary standard of reference. We therefore investigated 
if increasing head size from 32 to 36 mm is associated with 
a decreased risk of revision, especially due to dislocation, in 
patients with PFF in the Nordic Arthroplasty Register Associ-
ation (NARA) database. We hypothesized that the risk is lower 
when 36-mm heads are used.

Patients and methods

This study was designed as a propensity-matched cohort study 
within NARA, a collaboration among the national arthroplasty 
registries of Denmark, Finland, Norway, and Sweden (Havelin 
et al. 2011).

We included patients operated with THA due to PFF, reg-
istered in the NARA database between January 1, 1995 and 
December 31, 2016. Patients operated with head sizes other 
than 32 or 36 mm, DMCs, and hip resurfacing were excluded. 
As metal on cross-linked polyethylene and ceramic on cross-
linked polyethylene are the most common bearing types used 
in modern THA (Tsikandylakis et al. 2018b) we excluded all 
other bearing combinations. As 36-mm heads were not used 
in the Nordic countries until 2006 (Figure 1), we excluded 
all THAs performed before 2006. In patients with bilateral 
THA, the 2nd operated hip was excluded to fulfil the assump-
tion of independent observations (Ranstam et al. 2011). The 
type of implant fixation included 4 categories: cemented, 
uncemented, hybrid, and reverse hybrid. The type of surgical 
approach is registered in NARA as either posterior or non-

posterior because 1 of the national registries does not report 
further details on non-posterior approaches. Follow-up time, 
age, and year of surgery were handled as quantitative variables 
without grouping. Operations with any missing data on the 
above-mentioned variables were excluded (Figure 2). 

After exclusions, 12,476 patients remained, of whom 72% 
had received a 32-mm and 28% a 36-mm head. There were dif-
ferences between the groups as patients operated with 36-mm 
heads were younger with a higher proportion of males, oper-
ated more recently with predominantly a posterior approach 
and uncemented implant fixation (Table 1). These imbalances 
may confound the risk of THA revision, especially due to dis-
location (Hailer et al. 2012, Jameson et al. 2012, Cebatorius et 
al. 2015). To reduce bias due to confounding, patients from the 
36-mm group were matched to patients in the 32-mm group 
with a 1:1 ratio, using propensity score (PS) (Kuss et al. 2016) 
based on patient age, sex, year of surgery, type of implant fixa-
tion, bearing, and surgical approach. We were able to match 
2,515 patients with 36-mm heads to 2,515 patients with 32-mm 
heads using the PS (Table 2). In the matched sample, the differ-
ences in sex, age, year of surgery, and type of surgical approach 
decreased considerably. We evaluated the balance of the covari-
ates between the 2 head size groups before and after matching 
using absolute standardized differences in means (ASDM). 
The highest ASDM after matching was 0.1 (Table 2, Figure 
3, see Supplementary data), below the threshold of 0.15 that 
indicates significant imbalance between groups (Austin 2011). 
Mortality rates were high in both head size groups (18–20%) 
but did not differ between them either before (Table 1) or after 
(Table 2) PS matching. In the matched sample median follow-
up was 2.5 years (interquartile range 1–4.4).

Figure 1. Use of 32- and 36-mm heads in MoXLPE and CoXLPE THA 
after proximal femur fracture in NARA database.
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Figure 2. Flowchart of the selection and matching process.

THAs registered in NARA 1995–2016
n = 745,808

THAs eligible for propensity score matching
n = 12,476

Year of surgery: 2006–2016
Indication for surgery: hip fracture

Bearing material: MoXLPE or CoXLPE
Head size: 32 or 36 mm

First operated side only in bilateral THAs
No missing data on variables of interest

Excluded (n = 733,332):
– hip diagnosis other than fracture, 638,253
– missing dta on hip diagnosis, 41,685
– head size < 32 or > 36 mm, 40,775
– missing data on head size, 5,520
– other bearings than MoP and CoP, 1,685
– conventional polyethylene cup, 4,672
– missing data on bearing material, 333
– THAs 1995–2005, 44
– cases of second operated hip, 120
– missing data on type of fixation, 117
– missing data on surgical approach, 128

Head size 32 mm, 8,957 (72%):
– unmatched cases, 6,442
– matched cases, 2,515 (50%) 

Head size 36 mm, 3,519 (28%):
– unmatched cases, 1,004
– matched cases, 2,515 (50%)
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The primary outcome of our study was the 1st THA revision 
for any reason and the secondary outcome was the 1st revision 
due to dislocation. Revision was defined as the exchange or 
removal of any of the hip prosthetic components. Follow-up 
time was defined as the time between primary surgery until 1st 
revision, death, emigration, or December 31, 2016, whichever 
came first. 

Statistics
Descriptive statistics were performed in SPSS, Version 25 
(IBM Corp, Armonk, NY, USA). Mean and standard devia-
tion was used to describe age. Follow-up time was described 
with median and interquartile range (IQR). PS matching and 
survival analysis were performed in R software, Version 3.4.4 
(R Foundation for Statistical Computing, Vienna, Austria). 
PS was calculated using the function “matchit” setting head 
size as the dependent variable and age, sex, year of surgery, 
type of fixation, type of bearing, and surgical approach as 
exploratory variables. The calliper was set to 0.15. Patients 
from the 36-mm group were matched to the 32-mm group 
using the nearest neighbor method at a 1:1 ratio. Unmatched 
patients were discarded from both groups. Kaplan–Meier sur-
vival curves for the whole observation time were drawn for 
each head size. The follow-up period was censored at 7 years 
because after that time point the number of patients at risk 
in the 36-mm group dropped below 100. After the 7th year 
of follow-up only 1 revision occurred in the 32-mm group 
and none in the 36-mm. The Mantel–Cox log rank test was 
used to compare the survival curves. Univariable Cox pro-
portional hazards models were fitted to calculate the hazard 
ratio (HR) for head size with 95% confidence intervals (CI) 
for the period 0–7 years. Multivariable Cox proportional haz-
ards models were also fitted adjusting for patient age, sex, year 

of surgery, and surgical approach. Despite the minimal dif-
ferences in these 4 covariates between the head size groups, 
we chose to put them in the models in order to block all pre-
sumed backdoor pathways (for variables available in NARA 

Table 1. Descriptive statistics of study population before propensity 
score matching. Values number (%) unless otherwise specified

 32-mm head 36-mm head 
 (n = 8,957) (n = 3,519) ASDM a 

Follow-up, years b 2.4 (1.0–4.4) 2.3 (1.0–4.0) 0.1
Mortality   1,702 (19) 621 (18) 0.04
Age (standard deviation) 73 (10) 70 (11) 0.2
Year of surgery b 2013  2014    0.1
  (2011–2015) (2012–2015)
Female sex  6,266 (70) 1,812 (52) 0.4
Cemented THA  6,276 (70) 813 (23) 0.6
Cementless THA  1,219 (14) 1,729 (50) 0.7
Hybrid THA   430 (5) 885 (25) 0.5
Reverse hybrid  1,032 (12) 92 (3) 0.6
MoXLPE c  7,954 (89) 3,083 (88) 0.04
CoXLPE d  1,003 (11) 436 (12) 0.04
Posterior approach  3,912 (44) 2,599 (74) 0.7

a Absolute standardized difference in means. 
b Median (interquartile range).
c Metal head on cross-linked polyethylene. 
d Ceramic head on cross-linked polyethylene.

Table 2. Descriptive statistics of study population after propensity 
score matching. Values number (%) unless otherwise specified

 32-mm head 36-mm head 
 (n = 2,515) (n = 2,515) ASDM a 

Follow-up, years b 2.4 (0.9–4.4) 2.6 (1.1–4.3) 0.03
Mortality 477 (19) 507 (20) 0.03
Age (standard deviation) 70 (11) 71 (11) 0.07
Year of surgery b 2013 2013   0.05
  (2011–2015) (2011–2015)
Female sex 1,570 (62) 1,453 (58) 0.09
Cemented THA 823 (33) 813 (32) 0.02
Cementless THA 1,148 (46) 1,068 (43) 0.06
Hybrid THA  428 (17) 542 (22) 0.1
Reverse hybrid 116 (5) 92 (4) 0.06
MoXLPE c 2,108 (84) 2,152 (86) 0.06
CoXLPE d 407 (16) 363 (14) 0.05
Posterior approach 1724 (69) 1705 (68) 0.02

 a–d See Table 1.

Figure 4. A directed acyclic graph (DAG) was constructed under the 
following assumptions: 
1) THA ‘revision’ is dependent on ‘head size’, ‘patient age’, ‘sex’, ‘year 

of surgery’, surgical ‘approach’, and type of THA ‘fixation’. Choice of 
‘head material’ is not expected to affect ‘revision’ due to the short 
follow-up of the study.

2) Choice of ‘head size’ is dependent on ‘approach’, ‘year of surgery’, 
‘sex’, and ‘patient age’ as surgeons operating on older patients 
through a posterior approach have presumably chosen a larger head 
in order to, hopefully, reduce the risk of dislocation. Male patients, 
operated more recently, have probably received a larger head due 
to their larger acetabulum and because the use of larger heads has 
become more popular with time.

3) ‘Fixation’ is dependent on ‘year of surgery’ and ‘age’ because 
patients operated more recently have probably received an unce-
mented THA, due to the popularization of this technique, and older 
patients have probably received a cemented THA due to their poorer 
bone quality.

4) ‘Head material’ is dependent on ‘head size’ and ‘patient age’ because 
surgeons have probably chosen ceramic over metal heads in 
younger patients and when choosing larger heads due to the pre-
sumed lower polyethylene wear.

Provided that our assumptions are correct, adjusting for ‘patient age’, 
‘sex’, ‘year of surgery’, and ‘approach’ in the multivariable Cox regres-
sion model should block all backdoor pathways (for variables available 
in our database) confounding the effect of ‘head size’ on ‘revision’. 

Patient age Approach

Head
size

Head
material

Fixation

Year of surgery

Sex

Revision

Adjusted
Unadjusted
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database) that could confound the effect of head size on THA 
revision (Figure 4). 32-mm heads were the reference group. 
Shoenfeld residuals were used to ascertain the proportional 
hazards assumption. The level of statistical significance was 
set at alpha = 0.05. There might be some few patients whose 
revision has not been registered due to lower completeness for 
revision THA (80–95%) than for primary THA (95–98%) or 
patients revised in another country than the country of their 
primary operation. These patients could not be followed up 
and were considered unrevised.

Ethics, funding, and potential conflicts of interests
The study was approved by the Regional Ethical Review 
Board of Gothenburg on October 26, 2016 (reg. ID 858-
16). The manuscript was written according to the STROBE 
(Strengthening the Reporting of Observational studies in Epi-
demiology) guidelines. No funding specific to this study has 
been received. 7 co-authors (GT, JNK, GH, OF, KM, ABP, 
and SO) declare no conflict of interests relevant to this study. 
1 co-author (AE) has given paid presentations for and received 
institutional support from commercial parties (Zimmer-
Biomet and DePuy Synthes) related indirectly to the subject of 
this study. 1 co-author (MM) has given paid presentation for 

commercial parties (Zimmer-Biomet, Link) related indirectly 
to the subject of this study.

Results

Up to 7-year follow-up, 119 (4.7 %) 1st-time revisions for any 
reason had occurred in the 32-mm group and 111 (4.4%) 1st-
time revisions in the 36-mm group. The Kaplan–Meier sur-
vival, although slightly higher for 36-mm heads, did not differ 
statistically significantly between the 2 head sizes (plog-rank = 
0.6). The 7-year survival rate was 92.8% (CI 91.2–94.4) for 
32-mm and 93.7% (CI 92.2–95.2) for 36-mm heads (Figure 
5, Table 3). Both the univariable and the multivariable Cox 
regression models (adjusting for age, sex, year of surgery, 
and surgical approach) showed HR estimates favoring 36-mm 
heads during the first 7 years after THA, but with CIs extend-
ing on both sides of 1 (Table 4).

73 1st-time revisions due to dislocation had occurred during 
the 1st 7 years of follow-up, of which 61 were done during the 
1st year after surgery. 6 were done during the 2nd and 3 during 
the 3rd year after THA. There were 40 (1.6 %) revisions in the 
32-mm and 33 (1.3 %) in the 36-mm group. With endpoint 

Table 3. Kaplan–Meier survival estimates (%) at 1, 3, and 7 years for 
32- and 36-mm heads with endpoint revision for any reason

 Patients Cumulative Cumulative
Follow-up at risk revisions survival rate (CI)

32-mm heads
 1-year 1,816 88 95.8 (95.1–96.7)
 3-year 1,032 108 94.4 (93.4–95.5)
 7-year 223 119 92.8 (91.2–94.4)
36-mm heads
 1-year 1,922 87 95.9 (95.1–96.7)
 3-year 1,099 102 95.2 (94.3–96.1)
 7-year 140 111 93.7 (92.2–95.2)

CI = 95% confidence intervals.

Table 4. Cox proportional hazards models with endpoint revision for 
any reason and due to dislocation

Outcome Univariable model Multivariable model
    Head size HR (CI) HR (CI)
      
Revision for any reason 
 32-mm 1 1 
 36-mm 0.9 (0.7–1.2) 0.9 (0.7–1.2)
Revision due to dislocation 
 32-mm 1 1 
 36-mm 0.8 (0.5–1.3) 0.8 (0.5–1.3)

The multivariable model was adjusted for patient age, sex, year of 
surgery, and type of surgical approach.
HR (CI) = Hazard ratio (95% confidence interval)

Table 5. Kaplan–Meier survival estimates (%) at 1, 3, and 7 years 
for 32- and 36-mm heads with endpoint revision due to dislocation

 Patients Cumulative Cumulative
Follow-up at risk revisions survival rate (CI)

32-mm heads
 1-year 1,816 33 98.4 (97.9–98.9)
 3-year 1,032 39 98.1 (97.6–98.7)
 7-year 223 40 97.8 (97.0–98.7)
36-mm heads
 1-year 1,922 28 98.7 (98.2–99.2)
 3-year 1,099 31 98.6 (98.2–99.1)
 7-year 140 33 98.3 (97.6–99.0)

CI = 95% confidence intervals.

Figure 5. Kaplan–Meier survival function for THA with 32- and 36-mm 
heads with endpoint revision for any reason (left panel) and revision 
due to dislocation (right panel).
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revision due to dislocation the Kaplan–Meier survival did not 
differ significantly between the 2 groups (plog-rank = 0.4). The 
7-year survival rate for THAs with 32-mm heads was 97.8% 
(CI 97.0–98.7) and 98.3% (CI 97.6–99.0) for 36-mm heads 
(Figure 5, Table 5). In the univariable and the multivariable 
Cox regression model after adjusting for age, sex, year of sur-
gery, and surgical approach, HR estimates were in favor for 
36-mm heads, but with CIs including 1 (Table 4).

Discussion

In this matched observational study in the NARA database 
we found that the choice between a 32- or 36-mm head in 
THA after PFF is not associated with any clinically relevant 
difference in the risk of revision for either any reason or due 
to dislocation. The was a trend favoring 36-mm heads, but in 
absolute numbers this difference corresponded to a decrease 
in revision rates of only 0.3%. In our opinion, a reduction in 
revision rates by at least 50% would be clinically relevant, 
which corresponds to a minimum risk decrease of 2.3% in 
revisions for any reason and 0.8% in revisions due to dislo-
cations. Besides its small effect size, the difference between 
32- and 36-mm heads in our sample is difficult to generalize 
at a population level due to the lack of statistical significance.

Our study could be insufficiently powered to detect smaller 
risk differences. PS matching at a 1:1 ratio may have caused a 
considerable loss of statistical power; however, it was the only 
matching ratio that allowed an acceptable calliper below 0.2, 
due to the extent of heterogeneity in the unmatched sample. 
Moreover, our study has inherent limitations due to the lack 
of randomization. Unmeasured confounding due to factors 
unknown to us could have skewed the results. For example, 
the NARA database does not distinguish among femoral neck 
fracture, trochanteric, or pathologic PFFs. Most of the trochan-
teric fractures are treated with internal fixation whereas patho-
logic fractures might receive a THA. Such cases, although 
probably very few, might be subjected to increased risk of revi-
sion due to poor bone quality. BMI and patient comorbidities 
that increase the risk of THA revision or dislocation (Peters et 
al. 2020) are not registered in the NARA database. Surgeons 
may have used the largest available head size when operating 
on patients with comorbidities, high BMI, poor compliance, 
or poor bone quality, hoping to reduce the risk of dislocation. 
In this case, the accumulation of such patients in the 36-mm 
group may have disfavored THA survival due to bias by indi-
cation. We could not adjust for implant positioning either, 
since radiographs are not available in our database, but we do 
not expect the head size groups to differ in terms of prosthesis 
orientation. 36-mm heads can only be used for cups down to a 
certain diameter to allow for sufficient thickness of the poly-
ethylene. This could be another source of confounding, pro-
vided that the risk for revision varies depending on cup size. 
Implant size is, however, not recorded in the NARA database 

and could therefore not be accounted for during PS matching. 
However, analysis stratified for sex, based on the presumption 
that females in our study received a higher share of small cups, 
does not support that this factor had any decisive influence 
(Table 6, see Supplementary data). A non-posterior approach 
may include different approaches such as direct anterior, 
anterolateral, lateral, and transtrochanteric that are not speci-
fied in the NARA database. However, no major differences 
in the risk of THA revision have been reported among these 
surgical approaches (Berry et al. 2005, Mjaaland et al. 2017, 
Zijlstra et al. 2017). Patients lost to follow-up due to unregis-
tered THA revisions or having their revision in another coun-
try were considered unrevised. These patients are not expected 
to be overrepresented in any of the head size groups and are 
therefore not considered a major source of bias. We used revi-
sion due to dislocation as an estimate of THA dislocation. 
However, surgeons might be more reluctant to revise an unsta-
ble THA with a larger head, which could favor the survival of 
36-mm THA. The median follow-up in our patients (2.5 years) 
was not long enough to capture time-dependent complications 
related to head size such as polyethylene wear, osteolysis, and 
subsequent revision due to aseptic loosening or periprosthetic 
fracture. However, it was long enough to capture revisions due 
to early complications such as dislocation, which is the lead-
ing cause of 32- and 36-mm THA revision after PFF (Jobory 
et al. 2019). Finally, heterogeneity in the revision risk related 
to head size among the 4 national registries could affect the 
precision of the survival estimates in our sample. We therefore 
performed Cox regression analyses stratified for each country. 
There were still no major differences between 32- and 36-mm 
heads except for Finland, where the risk of revision due to 
dislocation was found to be lower for 36-mm heads (Table 
7, see Supplementary data). This seems to be a result of the 
lower survival of 32 mm THA in the Finnish Register, com-
pared with the other 3 registries (Figure 6, see Supplementary 
data). This observation should, however, be viewed cautiously 
since the Finnish Register contributed with significantly fewer 
32-mm THAs than 36-mm (Table 8, see Supplementary data).

Our results confirm 2 previous reports on patients with 
femoral neck fracture who received THA and where head 
size could not be identified as a risk factor for revision. In the 
study from the National Joint Registry (Jameson et al. 2012) 
head sizes were grouped as < 28, 28, 30 or 32, and ≥ 36 mm. 
Using 28 mm as reference no association between head size 
and risk of THA revision for any reason was found. Cement-
less fixation, on the other hand, was a risk factor for revision 
(HR 1.8, CI 1.1–3.1). Neither did the study from the Lithu-
anian register (Cebatorius et al. 2015) find any difference in 
risk of revision due to dislocation between 28- and 32-mm 
heads. The use of a posterior approach, however, was associ-
ated with 2.7 times (CI 1–5) higher risk of revision due to dis-
location. Due to the nature of our study, we cannot make any 
unbiased estimation of the effect of surgical approach or type 
of fixation on the risk of THA revision. The absence of further 
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decrease in the revision risk with increased head size, in stud-
ies performed exclusively on patients with femoral neck frac-
tures, could be explained by residual confounding or it could 
also be that any dislocation-preventing effect of using 36-mm 
heads over 32-mm is so small that it cannot be detected even 
in larger register studies like ours. Such an effect, if truly pres-
ent, could probably only marginally address the increased risk 
of dislocation. Until now, only DMCs that can accommodate 
considerably larger heads have shown a decreased risk of revi-
sion due to dislocation compared with 32- and 36-mm heads 
in patients with THA after PFF (Jobory et al. 2019). When a 
higher risk of dislocation is anticipated, DMCs are probably 
a better option than 36-mm heads but their higher price needs 
to be considered. Other register studies, performed on either 
a case mix of hip diagnoses (Hailer et al. 2012, Kostensalo et 
al. 2013) or exclusively primary osteoarthritis (Zijlstra et al. 
2017, Tsikandylakis et al. 2018a), have reported a decreased 
revision risk due to dislocation with increasing head size, at 
least up to 32 mm. Our study cannot be compared with such 
studies as the diagnosis of femoral neck fracture itself is a risk 
factor for THA revision. 

Conclusion
Choosing a head size of 36 instead of 32 mm does not seem to 
be associated with any clinically important decrease in the risk 
of revision due to any reason and not even due to dislocation 
after THA in patients operated because of PFF. As THA revi-
sion due to dislocation is a rare complication, larger studies 
with better control of confounders, such as register-based ran-
domized control trials, are needed to make sufficiently pow-
ered and unbiased estimations of differences in revision risks 
between head sizes.
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Figures 3 and 6, and  Tables 6–8 are available as supplemen-
tary data in the online version of this article, http://dx.doi.org/
10.1080/17453674.2020.1752559

GT a–g, JK a–c, e–g, GH a, c, e–g, OF a, c, e–g, AE a, c, e–g, KM a, c, e–g, AP a, c, e–g, 
SO a, c, e–g, MM a, c, e–g

a Substantial contributions to the conception or design of the work.
b Substantial contributions to the acquisition and analysis of data for the 

work.
c Substantial contributions to the interpretation of data for the work.
d Drafting the work.
e Revising the work critically for important intellectual content.
f Final approval of the version to be published.
g Agreement to be accountable for all aspects of the work in ensuring that 

questions related to the accuracy or integrity of any part of the work are 
appropriately investigated and resolved.

The authors would like to thank Emma Nauclér for her valuable input on the 
choice of appropriate statistical methodology, as well as Nordforsk for its 
previous financial support of the NARA project. 

Acta thanks  Stephen Ellis Graves and Wierd P Zijlstra for help with peer 
review of this study.

Austin P C. Optimal caliper widths for propensity-score matching when esti-
mating differences in means and differences in proportions in observational 
studies.  Pharm Stat 2011; 10(2): 150-61. 

Berry D J, von Knoch M, Schleck C D, Harmsen W S. Effect of femoral head 
diameter and operative approach on risk of dislocation after primary total 
hip arthroplasty.  J Bone Joint Surg Am 2005; 87(11): 2456-63 .

Burgers P T P W, Van Geene A R, Van den Bekerom M P J, Van Lieshout E M 
M, Blom B, Aleem I S, Bhandari M, Poolman R W. Total hip arthroplasty 
versus hemiarthroplasty for displaced femoral neck fractures in the healthy 
elderly: a meta-analysis and systematic review of randomized trials.  Int 
Orthop 2012; 36(8): 1549-60. 

Burroughs B R, Hallstrom B, Golladay G J, Hoeffel D, Harris W H. Range of 
motion and stability in total hip arthroplasty with 28-, 32-, 38-, and 44-mm 
femoral head sizes. J Arthroplasty 2005; 20(1): 11-19 . 

Cebatorius A, Robertsson O, Stucinskas J, Smailys A, Leonas L, Tarasevicius 
S. Choice of approach, but not femoral head size, affects revision rate due 
to dislocations in THA after femoral neck fracture: results from the Lithu-
anian Arthroplasty Register. Int Orthop 2015; 39(6): 1073-6.

Conroy J L, Whitehouse S L, Graves S E, Pratt N L, Ryan P, Crawford R W. 
Risk factors for revision for early dislocation in total hip arthroplasty.  J 
Arthroplasty 2008; 23(6): 867-72. 

Hailer N P, Weiss R J, Stark A, Karrholm J. The risk of revision due to dis-
location after total hip arthroplasty depends on surgical approach, femoral 
head size, sex, and primary diagnosis: an analysis of 78,098 operations in 
the Swedish Hip Arthroplasty Register. Acta Orthop 2012; 83(5): 442-8. 

Havelin L I, Robertsson O, Fenstad A M, Overgaard S, Garellick G, Furnes 
O. A Scandinavian experience of register collaboration: the Nordic 
Arthroplasty Register Association (NARA). J Bone Joint Surg Am 2011; 
93(Suppl. 3): 13-9.

Jameson S S, Kyle J, Baker P N, Mason J, Deehan D J, McMurtry I A, Reed 
M R. Patient and implant survival following 4323 total hip replacements 
for acute femoral neck fracture: a retrospective cohort study using National 
Joint Registry data. J Bone Joint Surg Br 2012; 94(11): 1557-66.

Jobory A, Karrholm J, Overgaard S, Becic Pedersen A, Hallan G, Gjertsen J 
E, Makela K, Rogmark C. Reduced revision risk for Dual-Mobility Cup in 
total hip replacement due to hip fracture: a matched-air analysis of 9,040 
cases from the Nordic Arthroplasty Register Association (NARA). J Bone 
Joint Surg Am 2019; 101(14): 1278-85 .

Johansson T. Internal fixation compared with total hip replacement for displaced 
femoral neck fractures: a minimum fifteen-year follow-up study of a previ-
ously reported randomized trial  J Bone Joint Surg Am 2014; 96(6): e46. 

Kostensalo I, Junnila M, Virolainen P, Remes V, Matilainen M, Vahlberg T, 
Pulkkinen P, Eskelinen A, Makela K T. Effect of femoral head size on risk 
of revision for dislocation after total hip arthroplasty: a population-based 
analysis of 42,379 primary procedures from the Finnish Arthroplasty Reg-
ister. Acta Orthop 2013; 84(4): 342-7. 

Kuss O, Blettner M, Börgermann J. Propensity score: an alternative method 
of analyzing treatment effects. Deutsches Arzteblatt Int 2016; 113(35-36): 
597-603. 

Mjaaland K E, Svenningsen S, Fenstad A M, Havelin L I, Furnes O, Nords-
letten L. Implant survival after minimally invasive anterior or anterolateral 
vs conventional posterior or direct lateral approach: an analysis of 21,860 
total hip arthroplasties from the Norwegian Arthroplasty Register (2008 to 
2013). J Bone Joint Surg Am 2017; 99(10): 840-7. 

Noticewala M, Murtaugh T S, Danoff J, Cunn G J, Shah R P, Geller J. Has the 
risk of dislocation after total hip arthroplasty performed for displaced fem-
oral neck fracture improved with modern implants? J Clin Orthop Trauma 
2018; 9(4): 281-4. 

Peters R M, van Steenbergen L N, Stewart R E, Stevens M, Rijk P C, Bulstra 
S K, Zijlstra W P. Patient characteristics influence revision rate of total hip 
arthroplasty: American Society of Anesthesiologists score and body mass 
index were the strongest predictors for short-term revision after primary 
total hip arthroplasty. J Arthroplasty 2020; 35(1): 188-92.

Ranstam J, Kärrholm J, Pulkkinen P, Mäkelä K, Espehaug B, Pedersen A B, 
Mehnert F, Furnes O, group, NARA Srudy Group. Statistical analysis of 
arthroplasty data II Guidelines. Acta Orthop 2011; 82(3): 258-67. 



Acta Orthopaedica 2020; 91 (4): 401–407 407

Rogmark C, Möller M, Sundfeldt M, Wolf O. The Swedish Fracture Register 
Annual Report 2016;  2017, https://stratum registercentrum se/Handlers/
ResourceManager ashx?ID=32491. Accessed December 6, 2018.

Sariali E, Lazennec J Y, Khiami F, Catonne Y. Mathematical evaluation of 
jumping distance in total hip arthroplasty: influence of abduction angle, 
femoral head offset, and head diameter. Acta Orthop 2009; 80(3): 277-82. 

Tabori-Jensen S, Hansen T B, Stilling M. Low dislocation rate of Saturne((R))/
Avantage((R)) dual-mobility THA after displaced femoral neck fracture: a 
cohort study of 966 hips with a minimum 16-year follow-up. Arch Orthop 
Trauma Surg 2019; 139(5): 605-12. 

Tsikandylakis G, Karrholm J, Hailer N P, Eskelinen A, Makela K T, Hallan 
G, Furnes O N, Pedersen A B, Overgaard S, Mohaddes M. No increase in 
survival for 36-mm versus 32-mm femoral heads in metal-on-polyethylene 

THA: a registry study. Clin Orthop Relat Res 2018a; 476(12): 2367-78. 

Tsikandylakis G, Mohaddes M, Cnudde P, Eskelinen A, Karrholm J, Rolfson 
O. Head size in primary total hip arthroplasty. EFORT Open Rev 2018b; 
3(5): 225-31. 

Tsuda K, Haraguchi K, Koyanagi J, Takahashi S, Sugama R, Fujiwara K. 
A forty millimetre head significantly improves range of motion compared 
with a twenty eight millimetre head in total hip arthroplasty using a com-
puted tomography-based navigation system. Int Orthop 2016; 40(10): 
2031-9. 

Zijlstra W P, De Hartog B, Van Steenbergen L N, Scheurs B W, Nelissen 
R. Effect of femoral head size and surgical approach on risk of revision 
for dislocation after total hip arthroplasty. Acta Orthop 2017; 88(4): 
395-401.




